Biospherical Instruments Inc

CALIBRATION CERTIFICATE

UNDERWATER PAR SENSOR WITH LOG AMPLIFIER

Calibration Date: 01/15/15
Model Number: C
Serial Number:
Operator:
Standard Lamp:

Operating Voltage Range: to 15 VDC (+)
Note: The QSP200L uses a log amplifier to measure the detector signal current with V = log | (Amps) / IRef
To calculate irradiance, use this formula:

C Irradiance = Calibration factor © (10~Light Signal Voltage - 10~ Dark Voltage) |

With the appropriate (solar corrected) Irradiance Calibration Factor:
Dry Calibration Factor:| 7.98E+12 |quanta/cm?-sec/"amps” 1.33E-05 |pEinsteins/cm?-sec/"amps”
Wet Calibration Factor:| 1.41E+13 |quanta/cm®-sec/"amps"” 2.34E-05 |pEinsteins/cm® sec/"amps”

Sensor Test Data and Results”

Sensor Supply Current (Dark): mA
Supply Voltage: Volts
Lamp Integrated PAR Irradiance: 4 |quanta/cm®-sec 0.01551 |pEinsteins/cm?sec
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